Cardiogenic Shock Complicating Transcatheter Aortic Valve Replacement Due to Severe Para-Valvular Regurgitation.
We describe a challenging case of successful use of Impella CP™ to provide emergent left ventricular support following a circulatory collapse during transcatheter valve-in-valve implantation with a CoreValve Evolut R prosthesis.